Low cost potentiostat: Criteria and considerations for its design and construction

Conference Paper · October 2016
DOI: 10.1109/ANDESCON.2016.7836211

4 authors, including:

Andres Cela
Escuela Politécnica Nacional
9 PUBLICATIONS  86 CITATIONS

Patricio Javier Espinoza-Montero
Escuela Politécnica Nacional
13 PUBLICATIONS  24 CITATIONS

Some of the authors of this publication are also working on these related projects:

Methods to tune MPC View project

Estudio de la incorporación de TiO2 sobre soportes de carbón activado para su uso en la degradación fotocatalítica de colorantes y fenoles. View project

All content following this page was uploaded by Patricio Javier Espinoza-Montero on 03 December 2017.
The user has requested enhancement of the downloaded file.
Abstract:
This article shows the construction of an inexpensive potentiostat, considerations and criteria to be taken for manufacturing it. General purpose and low cost electronic devices were used in this proposal. Excellent results for square wave voltammetry (cyclic voltammetry) were gotten against a commercial potentiostat, this technique is basic and very widely used in the field of electrochemistry.

Published in: ANDESCON, 2016 IEEE

Date Added to IEEE Xplore: 02 February 2017
ISBN Information:
INSPEC Accession Number: 16650383
DOI: 10.1109/ANDESCON.2016.7836211
Publisher: IEEE
Conference Location: Arequipa, Peru

I. Introduction
In the branch of electrochemistry, the potentiostats allow the study of redox processes at molecular level. These devices are irreplaceable in different fields of research, such as: qualitative and quantitative analytical electrochemistry of organic molecules (e.g. drugs) [1] and inorganic (e.g. heavy metals) [2], even at levels of trace, in environmental monitoring [3], in the construction and characterization of sensors and biosensors [4], among others. Potentiostats can work in processes with controlled current, which generally uses two electrodes (work and counter electrodes) in cell, or processes with controlled potential, where it is necessary to work with three electrodes (working, counter and reference electrode) in cell [5].

Keywords
IEEE Keywords
Electrodes, Electric potential, Voltage measurement, Current measurement, Passive filters, Digital filters, Active filters

INSPEC: Controlled Indexing
voltammetry (chemical analysis), potentiometers

INSPEC: Non-Controlled Indexing
electrochemistry, low cost potentiostat, general purpose, low cost electronic devices, square wave voltammetry, cyclic voltammetry

View All Authors
4
Tito Arévalo-Ramírez; Claudia Castillo Torres; Andrés Cela Rosero; Patricio Espinoza-Montero

Institutional Sign In
Low cost Potentiostat: Criteria and considerations for its design and construction

Tito Arévalo-Ramírez, Claudia Castillo Torres, Andrés Cela Rosero.
Departamento de Automatización y Control Industrial
Escuela Politécnica Nacional (EPN)
Quito, Ecuador
tito.arevalo@epn.edu.ec
caudia.castillo@epn.edu.ec
andres.cela@epn.edu.ec

Patricio Espinoza-Montero
Centro de Investigaciones y Control Ambiental.
Escuela Politécnica Nacional (EPN)
Quito, Ecuador
patricio.espinoza@epn.edu.ec

Abstract—This article shows the construction of an inexpensive potentiostat, considerations and criteria to be taken for manufacturing it. General purpose and low cost electronic devices were used in this proposal. Excellent results for square wave voltammetry (cyclic voltammetry) were gotten against a commercial potentiostat, this technique is basic and very widely used in the field of electrochemistry.

Keywords—potentiostat, voltammetry; filters; operational amplifiers; STM32F407.

I. INTRODUCTION

In the branch of electrochemistry, the potentiostats allow the study of redox processes at molecular level. These devices are irreplaceable in different fields of research, such as: qualitative and quantitative analytical electrochemistry of organic molecules (e.g. drugs) [1] and inorganic (e.g. heavy metals) [2], even at levels of trace, in environmental monitoring [3], in the construction and characterization of sensors and biosensors [4], among others. Potentiostats can work in processes with controlled current, which generally uses two electrodes (work and counter electrodes) in cell, or processes with controlled potential, where it is necessary to work with three electrodes (working, counter and reference electrode) in cell [5].

In electroanalytical processes (processes with three electrodes) the potentiostat generates a difference of potential between the working electrode and the reference electrode, to achieve this, the voltage between the working electrode and the counter electrode must be controlled. So, it is a tool that allows to set or vary the potential (potential sweeps) of a working electrode respect to the reference electrode at any time, regardless of the current required to achieve that objective [5].

Due to the high demand in the scientific community and the high price of this device, nowadays is much cheaper to build it, using existing information [6, 7]. Rather than, it is important to mention that homemade potentiostats have error and can’t achieve the features of a commercial potentiostat, the cheap potentiostats built today, and whose can approach the commercial features are the CheapStat [6], DStat [7] and the built in this work.

The quality, accuracy and precision of the potential waves, as well as the potential and current measured in electrochemical experiments, depend mainly on the implemented 'Hardware'. Which can be affected by materials used (integrated circuits, resistors, capacitors, etc.), the design of the PCB (Printed Circuit Board), the manufacturing of PCB and finally how the elements were mounted [8].

Based on these criteria, the present research proposes an alternative design of the low cost hardware for potentiostat, which is able to run cyclic voltammetry measurements. The response of the equipment must be checked by using a Platinum working electrode and a solution of 0.1 M potassium ferricyanide/ferrocyanides (the two redox pairs). In addition, the obtained signals will be compared with signals from a commercial potentiostat CHI-DY2100B.

II. GENERAL ASPECTS

Before choosing the electronic elements, it is important to set a general idea of the necessary stages, which must be implemented to achieve reliable electrical signals, as shown in Fig. 1 [5]. With the selected items, it is possible to give way for methodology and basic considerations to built a low cost potentiostat.

III. CONSIDERATIONS AND CRITERIA

Hardware of a potentiostat is basically divided into two stages, generation and measurement of voltage, and current measurement; as shown in Fig. 1.

In the first stage, the circuit shown in Fig. 2, is the main circuit of a potentiostat, because it allows to fulfill the necessary conditions for its operation, which are:

- Control the potential between the working electrode and the reference electrode.
- Avoid the flow of current between the counter electrode and reference electrode.
Analyzing the circuit of Fig. 2, the operational amplifier (op-amp) U1 is feedback by: $R_1$, $U_2$, $E_{REF}$, $R_{Bridge}$, $R_{SOL1}$ and $(R_{AUX} \parallel C_{AUX})$. Subsequently, taking into account that the potential difference between the positive input and negative input of an operational amplifier is ideally zero, the negative input of the op-amp U1 is grounded; under the same premise the negative input of $U_2$ has the same electrode potential reference.

The circulating currents by $R_1$ and $R_2$ are given by the Eq. (1), and the Eq. (2), respectively.

$$I_{R1} = \frac{V_{ERef}}{R_1} \quad (1)$$

$$I_{R2} = \frac{V_{setpoint}}{R_2} \quad (2)$$

Therefore, the current flowing through $R_1$ is equal to the current that flows by $R_2$ [15], and if $R_1$ is equal to $R_2$ then slogan voltage ($V_{setpoint}$) will be equal to the potential on reference electrode. So, $U_1$ must supply the necessary current according to set voltage, to keep the potential between the working electrode and the reference electrode [5].

Once control of potential between electrodes work and reference has been achieved, the flow of current between the counter electrode and reference electrode must be avoided; this is accomplished by op-amp $U_2$. This is configured as a voltage follower, reducing the flow of current to the maximum allowed by the op-amp (Input Vias Current), ideally zero [15].

Met these two conditions, it is possible to perform the measurement of the potential at the working electrode, but measured voltage is given by the Eq. (3).

$$V_{Measured} = E_{ET} + E_{ER} + R_U \cdot I_{Cell} \quad (3)$$

Where:

- $V_{Measured}$ = Voltage measured by the implemented system.
- $E_{ET}$ = The working electrode potential.
- $E_{ER}$ = Reference electrode potential.
- $R_U$ = Resistance of the dissolution.
- $I_{Cell}$ = Current flowing through the three-electrode cell.

Based on the Eq. (3), compensation of the measured voltage must be taken to adjust this to the real value of the potential in the working electrode.

The measured voltage compensation consists of subtracting this: the value of the potential of the reference electrode and the value of the fall of potential due to the solution.

Implemented potentiostat just compensates the reference electrode potential, and the fall of potential due to the solution was not compensated because its incidence in the experiments to be run out is not significant [14].

In the second stage, the current that flows between the counter electrode and working electrode during electrochemical experiment is measured.

Fig. 3, shows the circuit implemented to convert the current to voltage. This is necessary because converter (ADC) is used for measuring analog to digital current, but in fact measure voltage [9]. To determine the value of the resistance the Eq. (4) is used, but the C value is subjected to the conditions discussed in [13] and thus allows stabilize the current to voltage converter circuit.
\[ V_{out} = -R_1 \times I_{in} \]  
\[ (4) \]

To obtain the best resolution for conversion, current measurement, it is necessary to measure this in different ranges: 100 nA - 1 uA, 1 uA - 10 uA, 10 uA - 100 uA, 100 uA - 1 mA. To achieve that, it is necessary to use the digital switch (DG612), which allows change the current converter gain according to the measuring range.

In practice, a potentiostat has different problems [16], but one of the most important is its susceptibility to electrical interference (noise), which may be inherent to the electronic system, electrochemical cell, or environmental conditions. The way to reduce the effect of interferences in the measured signals is through the implementation of filters.

According to the experiments to be run out, it has determined working frequencies, these range are from 0.25 Hz (minimum rate) to the 10 Hz (maximum rate). With working frequencies, the type of filter is determined (Low Pass) and its cut-off frequency is 10 Hz.

The filter designed is: fifth-order Bessel with a quality factor of 0.58. Its response is shown in Fig. 4.

The filter was introduced in previously described stages, fig. 5, displays the result of the filter.

Because of the susceptibility that presents current stage, explained in [13], we implemented a passive filter (Low Pass). It is in series with an active filter (Bessel), in order to attenuate, even more, the noise in the current signal. Cut-off frequency for passive filter is 10 Hz and it was designed with criteria explained in [17].

IV. RESULTS AND DISCUSSIONS

The first experiment was executed with a solution of potassium ferricyanide 0.1 M, this solution allows to get voltamperograms, where you can see peaks of oxidation and reduction. In Fig. 6, is the result of the first experiment.

The first experiment presents a large amount of noise in the voltamperogram, Fig. 6, so the analog filters could not reduce the entire external or inherent interferences. After making several analyses the factors which produce the noise were found, these factors are inherent to the electronic circuit, mainly to the operational amplifiers.

According to the problems presented by the op-amps, the introduction of new analog filters will not reduce the noise, a good choice would be to change the operational amplifiers, but the system was already implement so it is not an option.

Therefore, a digital filter is the best option, a Kalman filter [11, 12]. The Kalman filter is a predictive/corrective filter and its constants were determined by the processing of data indicated in [12]. The Eq. (5), shows the design values.

\[ x_n = x_{an} + 0.032 \times (y_n - x_{an}) \]  
\[ (5) \]

Where:
- \( x_n \) = predicted value.
- \( x_{an} \) = previous predicted value.
- \( y_n \) = real current value.

Fig. 7, shows the result of Kalman filter in the signal of the Fig. 6.

Fig. 6 Voltamperogram of the first experiment with the implementation of the Kalman filter.
Finally, a comparison between the signals of the implemented potentiostat and the commercial potentiostat was made. The results are shown in Fig. 10.

![Voltamperogram of the 0.1 M potassium ferricyanide using a working electrode of Platinum, a counter electrode of graphite, and electrode reference of Ag/AgCl. Implemented potentiostat vs commercial Potentiostat.](image)

Fig. 10. Voltamperogram of the 0.1 M potassium ferricyanide using a working electrode of Platinum, a counter electrode of graphite, and electrode reference of Ag/AgCl. Implemented potentiostat vs commercial Potentiostat.

In Fig. 10, there is a shift in the peaks of oxidation and reduction, this shift is due to a "parasitic resistance" of the built system, this resistance exits because there is an error in the design of the PCB which was not determined before and could not be fixed.

Other reasons why errors between the implemented potentiostat and commercial potentiostat signals are presented below:

- Operational amplifiers, resistors and capacitors are general-purpose, and may generate errors in the measurements.

- A Kalman filter was implemented, this filter is characterized as a corrective predictive filter with statistical sources. So this filter shifts the actual values of the Anodic and cathodic potentials.

It is important to say that implemented potentiostat is strictly for academic purposes, so the analysis and studies through it are demonstrative, allowing accept an error less than 30%.

V. CONCLUSIONS

It was possible to build a potentiostat which is able to reproduce the response of oxidation and reduction through cyclic voltammetry, being this satisfactory in comparison with a commercial potentiostat.

The error, which can be appreciated in Fig. 10, corresponds to an error of 30% and is due to a parasitic resistance, which has not been fixed in this first prototype.

It has been implemented digital, active and passive filters, checking its great usefulness in engineering.

Using DACs and ADCs incorporated in a microcontroller can mean an advantage when implementing the PCB, but it is counterproductive in systems where required greater stability and robustness. Therefore, it is best to incorporate external DAC’S and ADC’S to the microcontroller.

The construction of a low cost potentiostat, which achieved very good results in comparison with a commercial potentiostat, represents an important milestone, because it enables laboratories of low budget to perform general and basic electrochemical experiments.

ACKNOWLEDGMENT

To Centro de Investigaciones y Control Ambiental (CICAM), Facultad de Ingeniería Civil y Ambiental, Escuela Politécnica Nacional, Ecuador, for all the support given to developing this project.

REFERENCES


